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1 Introduction 

1.1 The Jolting Table consists of a table connected by two tubular arms to a pivot. In 
operation, the table is lifted from its rest position by means of a cam then allowed to 
fall freely onto a stop. The cam is driven by an electric motor via a reduction gearbox.  
The table has two clamps which secure the mould and hopper to the table to prevent 
movement during jolting. The number of jolts can be preset by a counter, and the 
machine will automatically stop at the end of the prescribed period. 

1.2 Earlier models have the controls mounted on the front panel. Later models have the 
controls mounted in a separate wall mounted remote control box. 

2 Specification 

Motor rating 0.24 kW (1/3 hp) 

Cam shaft RPM 60 

Table lift 15 ± 0.3 mm  

 

Overall dimensions with swing bolts raised 

(height x width x depth) 

340 x 400 x 1045 mm 

Weight 90 kg 

 

3 Installation 

3.1 The machine should be mounted on a concrete block in accordance with the relevant 
standard. Three 14 mm diameter holes are provided in the base of the machine for 
securing purposes.  Access to the foremost of these holes will be made easier if the 
front cover panel is first removed, refer to figure 3. The remote control box, figure 4 
(later models) should be wall mounted. 

3.2 Electrical supply 

Safety 

Whilst the test is in operation do not remove any covers or attempt to adjust any part 
of the machine. 

Ensure all moving parts are thoroughly secured before attempting any maintenance. 

Ensure all appropriate measures are taken to protect the operator from excessive 
noise. 

See noise certificate (when supplied). 

Electrical safety 

Warning:  Before removing any covers or performing maintenance repair and 
service, isolate from electrical supply by removing mains plug.  Where mains supply 
is required during these activities, only competent persons should perform the work. 

Check that the power supply is compatible with the requirements stated on the label 
and connect in accordance with IEE regulations or to local requirements. 

Local isolation of machine required. 

It is advised that this machine be connected via a residual current device (not 
supplied), and it should operate if earth leakage current exceeds 0.03 amps. 
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The power cable is coded as follows: 

Brown wire L Live or Power 
Blue wire N Neutral 
Green/Yellow wire E Earth or Ground 

Note:  exercise extreme caution when using the machine with wet hands.  Dry hands 
before operating machine. 

Portable Appliance Tests (PAT) 

All ELE designed products are tested for electrical safety prior to sale. 

An electrical safety test label is fitted, (usually adjacent to the mains input socket). 

Should no label be found, please contact ELE Service Department quoting the serial 
number of the equipment. 

Organisations have an obligation to ensure equipment is maintained and is safe for 
use.  Regular PAT testing is one means of ensuring equipment continues to be 
electrically safe. 

Important: do not connect PAT leads to sensitive components such as PCBs, 
control switches and the like. 

DO NOT FLASH TEST ELECTRONIC EQUIPMENT. 

If in doubt as to the most suitable connection point (which will usually be an 
earth stud or an external earth connection) contact ELE Service Department for 
assistance. 

4 Operation 

4.1 Attaching the mould and hopper, figures 1 and 2. 

 Make sure that the top face of the jolting table and the lower face of the mould base 
plate are clean. 

 Place the base plate (1), mould (2) and hopper (3) on the table. Ensure that the 
clamping slots in the hopper are in line with the swing bolts on the table. 

 The end pieces of the mould (6) and the side lengths (7) are marked A, B, C and D 
and fit together accordingly. 

 Raise the swing bolts into the vertical position and into the hopper slots. Ensure that 
the washers are between the wing nuts and the hopper, then fully tighten the wing 
nuts. 

4.2 Setting the blow counter 

4.2.1 Omron H7CX 

The preset value (Green display) is set by pressing the up keys (numbered 1 – 6). 

The reset key (RST) returns the count value (Red display) to Zero. 

4.2.2 Omron H7CL 

The blow counter keyboard provides nine push-keys for programming and operating 
the counter. Eight of the keys on the right hand side are marked with either up or 
down arrows for incrementing the set value. The ninth key on the extreme left, 
labelled RST is used for resetting the preset value. 

Each of the eight digit-increment keys is associated with the digit immediately above 
it in the four-digit subsidiary display. 
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Digit increment keys 
This push-key allows the user to set the value of the digit immediately above it 
in the subsidiary display.  When the top push-key is operated repetitively the 
digit being set will step upwards in value from 0 – 9. The lower key will step 
downwards in value from 9 – 0. 

 
 

Reset 
This push-key allows the user to reset the instrument’s main display and 
output relay. 
 
Note:  the counter is protected by a 50 mA type ‘T’ fuse on 220-240V models 
and a 100 mA type ‘T’ fuse on 110-120V models. 
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4.3 Running the machine. 

To start the machine, press the green start button. The machine will then operate for 
the preset number of jolts then stop automatically. 

If it is required to run the machine again for the same number of jolts, press the reset 
button then the start button. 

Should it be necessary to alter the number of jolts refer to section 4.2. 

Pressing the red stop button will stop the machine regardless of the fact the counter 
has not reached the preset value or zero (depending on counter). If the machine is 
started again without resetting the counter, it will operate for the remaining number of 
jolts for which it was previously set. 

5 Maintenance 

5.1 Machines fitted with oil filled gearbox. 

At six monthly intervals check the gearbox oil level. 

5.2 Machines fitted with grease packed gearbox. 

The gearbox is packed with grease for life and requires no further maintenance. 

Table pivot and cam follower bearings are sealed and should not require any attention 
for a considerable period. 

When not in use a thin smear of oil on the top surface of the table will help prevent 
corrosion taking place. 

6 Accessories and Spare Parts. 

 39-1100 Three Gang Mould, for 40 x 40 x 160 mm mortar prisms. 

 39-1120 Feeding Hopper, for 39-1100 mould. 

 39-1130 Scraper, used for spreading and levelling mortar in mould. 
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Figure 3 – View of machine base footprint showing the 14 mm diameter securing holes. 
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Figure 4 – Wall mounted remote control unit. 
Note: On earlier models these controls will be found on the front panel.  
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Approved  
Signatory 

 
 
 
We, ELE International, Chartmoor Road, Chartwell Business Park, Leighton Buzzard, Beds 
LU7 4WG, England, declare under sole responsibility that the following product(s) to which 
this declaration relates is (are) in conformity with the provisions of: 
 
73/23/EEC Electrical Equipment Directive implemented in the UK by S1728/1989 amended 
by 93/68/EEC 1/1/1997.   
 
Electrical Safety tested to BS EN 60204-1. 
 
89/392/EEC, 91/368/EEC, 93/44/EEC and 93/68/EEC Machinery Directive implemented in 
the UK by S13073/1992 and S12063/1994. 
 
89/336/EEC, 91/263/EEC, 92/31/EEC (the EMC Directive) amended by 93/68/EEC and 
implemented in the UK by SI/2372/1992 and SI/3080/1994. 
 
Emissions tested to BS EN 50081-1 Domestic/Light Industrial. 
Immunity tested to prEN 50082-2 Industrial. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 

Responsible person’s/approved signatory 
M. Green, Managing Director 

Declaration of Conformity 
 
 
Issued By: ELE International 
 
Date of Issue: 1 January 1998 ELE doc ref: 9901X0032  

This Declaration of Conformity complies with BS 
7514 (EN 45014), General Criteria for suppliers’ 
Declaration of Conformity 

ELE International  
Chartmoor Road, Chartwell 
Business Park, Leighton 
Buzzard, Beds, LU7 4WG  
England 
phone: + (0)1525  249200 
fax: + (0)1525 249249 
email: ele@eleint.co.uk 
http: www.ele.com 
ELE International, a division of 
Danaher UK Industries Ltd 

BS EN ISP9001: 1994 approved 
Certificate number 860461 

Product Description 
 
 
 
39-1150 series Jolting Table   

Serial No. 
 
 
 
(See details on product 
identification plate) 
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89/392/EEC, 91/368/EEC, 93/44/EEC and 93/68/EEC Machinery Directive implemented in 
the UK by S13073/1992 and S12063/1994. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 

Noise Test Certificate 
 
Issued By: ELE International 
 
 
Date of Issue: 1 January 1998 ELE doc ref: 9901X0032  
 
Date of Test:   1 January 1998  

ELE International 
Chartmoor Road, Chartwell 
Business Park, Leighton Buzzard, 
Beds, LU7 4WG  England 
phone: + (0)1525  249200 
fax: + (0)1525 249249 
email: ele@eleint.co.uk 
http: www.ele.com 
ELE International, a division of 
Danaher UK Industries Ltd 

BS EN ISP9001: 1994 approved 
Certificate number 860461 

Noise tests were carried out using Test Meter, serial No. 
 

N30863 
 
which has been calibrated using calibrated standards 
traceable to national standards of measurement. 

Product Description 
 
 
39-1150 series Jolting Table 

Serial No. 
 
 
(See details on product 
identification plate) 
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Notes:  

Measurements/recorded  
noise level 

 
Position A 75 dB 
Position B 75 dB 
Position C 75 dB 
Position D 77 dB 
Position E 77 dB 
(Normal operator position) 
 
Background 
Noise level 55 dB 
 

1 Metre 1 Metre 

B D 



 

 

DIRECTIVE ON WASTE ELECTRICAL & ELECTRONIC EQUIPMENT (WEEE) 
 



 

 

 
 


